
Reciproc™ Blue

Longing 
for one file 
endo?

Move the Reciproc™ Blue instrument in a slow in-and-out 
pecking motion. Amplitude of the movement should not 
exceed 3 mm. Only very light pressure should be applied. 
1 in-and-out movement = 1 peck.

Remove the instrument from the canal after 3 pecks  
and clean the flutes.

Reciproc™ Blue Sequence

Your Joker when you need it

Reconfirm 
working 
length

In case Reciproc™ Blue can’t progress,  
use R-Pilot™ to establish working length before finishing 
the shape with Reciproc™ Blue.

Irrigate IrrigateIrrigate Irrigate

Preparation of 2/3  
of working length

Final preparation  
of apical 1/3
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Selecting the correct Reciproc™ Blue instrument
Pre-operative radiograph decision

Narrow canal  Wide or medium canal

* Passively means that the instrument goes directly to working length with a gentle watch winding movement (small right left rotations) but without filing action.

Canal is partially or completely invisible

In the majority of cases, the R25 Reciproc™ Blue  
instrument is most suitable.

Hand instrument 
ISO 30 goes passively* 

to working length.

Hand instrument 
ISO 20 goes passively* 

to working length.

Canal is completely visible

Yes Yes No

No


